MISSOUR! DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY '

BREATH ALCOHOL PROGRAM RECEIVED
DATAMASTER MAINTENANCE REPORT {BVC""” Day at 8:06 am, Jun 64, 2013}  REPORTHG

Complete this report at the time of the regular monthly preventive malntenance check (not to exceed 35 days).
Complete this report whenever the instrument Is serviced or repaired and whenever it is placed into service,
Retain the original and send a copy within 16 days to the Brealh Alcohol Program, DHSS,

DAYAMASTER SN NAME OF AGENGY
201206 St. Joseph Police Department 06-03-2013

LOCATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPECTION
304 Faraon Steest  St. Joseph, MO 64501 1734
CHECKLIST: Place a mark In the box by each item I found to be sallsfactory or if operating within established limils. (Write in observed values

where defermined.) Unmarked items must be correcied before using Instrumsnt.

DATE OF INSPECTION

06/03/13 17:34

DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (from printout)
COMPUTER DETECTOR
PROGRAM FILTERS
HEATERS SAMPLE CHAMBER 49 oc QUARTZSTANDARD
FLOW DETECTOR | GALIBRATION
PUMP HIGH SPEED IX] PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER Repeo Marketing LOT # 12001 EXRDATE __ 04-02-2014
SIMULATOR TEMP (34'C + 0.2'C) 34.0 oc SIMULATOR SN SD2278 EXP. DATE  12-17-2013

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution, All three tests must be within 5% of the standard value and must have a spread of .005 or
less. Mark Ihe box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

2 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
|| 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
|| 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 w- - 100 TEST 2 a- 100 TEST 3w 100

PERFORM R.F.I. TEST (PRINTOUT ATTACHED)
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INGLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 {0-.04) 0 {.05-.09) 0 l(,10~.14) 0 (,15-A9) 0 OVER.19 q

LIST ANY NEW PARTS AND DESCRIBE AHY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF NECESSARY).

INSPECTING OFFIGER ol
PRINT FULL NAME

SIGNATURE '
‘W’EE’M—‘ Sgt. Chris McBane
TYPE H PEREIT * TELEPHONE NUMBER b

HUMBERIEXPIRATION DATE
220199 08-13-2014 (816) 271-4712

Breath Alcoho! Program, MO Department of Haalth and Senlor Services, Southeast District Offlce
2876 James Blvd. :
Foplar Bluff, MO 63901

MO 580-1468 (2.08) AN EQUAL CPPORTIRATY/AFEIRAATIVE ACTION ERPLOYER
seaviees providad on a romdiscrfmatery basts

RETURN COMPLETED REPORY TO THE:

[AB-116




- RepCo Marrrrmine INC.

2101188 STONYEROOK DRIVE
RALEIGH, N.C. 27804
2196765480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 12001
JEXPIRATION DATE: April 2, 2614 at 11:52 p.m.

. RepCo Marketing, Inc. ceriifies the following:

RepCo Marketing, Jnc. menufachwed, fested and supplied Lot
Number 12001  of Alcohol Certified Sohstion for simulators. Random
samples of said lot mumber were analyzed by an independent laboratory
wiilizing & gas chromatograph and found fo contain __,1205 gras/dl .-

.003 gms/dl wi/vol ethanol (95% Confidence).
The alcohol and distilled water used In the solution were found to be

free of any interferring substance.
This solution will produce a vapor alcohol value of 108 _ +/-3%
grs/210L: Broath when heated to 34 Degrees Celsius +/-0.2 Degress Cs?lsi“us

in a simulator (95% Confidence). .
The date of manufacture for this lot nmnber is Apn! 3. 2012,

The expiration date for this lot number is Aprit 2, 2014

at 11:59 pan. .
This docuument is a trao representation of the original Certificate of

Cecil B. Gazner, President
RepCo Manketing, Inc.

Form RM 02



FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster
Evidence Ticket

ETATE OF MISSOURI
ET. JOSEPH POLICE DEFARTHENT

EAC DATAMASTER SERIAL MUMBER 281206
AEoGES LT

TESTINGE OFFICER:

FMCBANEAC
OFFICER I.D.: 374E
PERMIT MUMBER: 220199
EAFIRATION DATE: B8&-13-14
MISCELLANEOUS DATA:

—— SUPERVISOR MODE ~——

BLEMK TEST . BEE

1726
INTERNAL STAMDSRT VERIFIEL 17338
EXTERNAL ATAMDARD . 158 17:37
ELAMK TEST . . ERE 1reay
EXTERNAL STANDEET Jigd 17238
ELAMK TEST . BEE e
EXTERMRL ETAMDERD L iEm 1TiEg
BLAMNK TEST . BEE 173
M=3

FIM. = .1

AYE. = .1

OPERATOR SIGNATURE \mwv

Card Stock MNo.
60021

REORDER ALL SUPPLIES FROM NRAS,

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

- BAC DataMaster
Evidence Ticket

STATE QF MIZSOURI
T.JSERH POLICE IEPRRTHENT

ERC DATAMASTER SERIAL MUMBER cE1ZEG
DhrE3413

ARREET TIME: 17840
SUEJECT MeME:
REISTEST
e si-ai-601
ETATE~L.L.: B 183
FRREETIMNG OFFICER:
MCBAMEAC
OFFICER I.Di.: 3P4E
TEETING OFFICER:.
MCERMET
OFFICER I.DL: 3720
FPERMIT HUMEER: SoBi9y
EXPIRATICN TATE: fE-il id
MISCELLRMEDNUS TATHS:

SEXI M
i

- BREATH AMRLYSIS —

| BLAME TEST = HE8E 174l

INTERMNAL STRMDARD
RAGIO INTERFERENCE

YRREIFIED  17:4i

OPERATOR SIGNATURE @oﬂl&m&éﬁ 3zZze

Card Steck No.
6ozt REORDER ALL SUPPLIES FROM N.PAS.



FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DatalMaster
Evidence Ticket

STHTE OF MISEOURI
ET.JGEEPH FOLICE DEPARTMEMT

BRC TATAMASTER SERIAL WUMBER £O01ESS
AR A5 13

Fr

——— DIAGMCSTIC CTHECK ——-
COMPUTER: OKEY

PROGRAM (G4-B7-25a5%r: DAY

HERTERS
SAMPLE CHRMEER: 49
FLOW DETECTOR: (AT
P
HIGH SPEED: QiAY
DETECTOR: oKAY
| FILTERS: . okey
HURRTZ STANDARD: OKFY
CALIBRATION: QKA

FRIMTER TEST
DUBERE T ety ABIERGSETES 1 (=0 TEARCTERG
HI MO ORS TR R TN T abodefghi ik inng
pors iz L | e

DPERATOR SIGNATURE. \%% Tee?

Card Stock No.

60021 RECRDER ALL SUPPLIES FROM NPAS.

e et e e te——



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

CHRISTOPHER MCBANE

Is hereby authorized to instruct and supervise operators, traln Instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER; ALCO-SENSOR IV W/PRINTER

for the determination of the alcohofic content of blood from a sample of explred {alveolar)
alr. Issued under the provislons of sections 577.020 through §77.041, RSMo 1886.

-
08/13/2012 [Ass wga;‘“

Dlreotor of Stale Publio Health Leboratory

220199 A
Number rf )
A
ees 08/13/2014 c
Director, Bepaitmenl of Heallh
Lab, 4 {R7-08)

MO Bel-0774 (7-88)



